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Summary

(1) Classification of the products to be pr
ocured : 22, 31

(2) Nature and quantity of the products to
be purchased : Heart-Lung machine 1 Set

(3) Type of the procurement : Purchase

(4) Basic requirements of the procurement:

A The machine must be capable of moni
toring various physiological parameters
required for extracorporeal circulation
in the operating room.

B The machine must include two sets o
f temperature control units for the hea
rt-lung machine.

C The machine must be capable of inte
grating with the existing surgical depa
rtment system (PrescientOR by FUJIFIL
M Medical Co., Ltd.) and the Electroni
c Medical Record (EMR) system(NEC Co
rporation (MegaOak HR)).

(5) Time limit for the submission of the re
quested material : 17:00 22 May, 2026
(6) Contact point for the notice : HONDA

Katsuya, Accounting and Procurement Div



ision,Nagasaki University Hospital, 1-7-1
Sakamoto Nagasaki-Shi 852 — 8501 Japan,

TEL 095—- 819 — 7218



